
393

Environmental Protection Agency Pt. 60, App. A-5, Meth. 15

13.3 Calibration Precision. A series of
three consecutive injections of the same
calibration gas, at any dilution, shall
produce results which do not vary by more
than 5 percent from the mean of the three in-
jections.

13.4 Calibration Drift. The calibration
drift determined from the mean of three in-
jections made at the beginning and end of
any run or series of runs within a 24-hour pe-
riod shall not exceed 5 percent.

14.0 Pollution Prevention. [Reserved]

15.0 Waste Management. [Reserved]
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17.0 Tables, Diagrams, Flowcharts, and Validation Data
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